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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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Indian Standard 

SPECIFICATION FOR 

WHEEL WEIGHERS 

0. FOREWORD 

OJ This Indian .Standard was adopted by the Indian Standards Institution 
on 24 May 1957, after the draft finalized by the Commercial Weights and 
Measures' Sectional Comniittee had been approved by the Mechanical 
Engineering Division Council. 

0.2 Wheel weighers are used for ascertaining the approximate load 
carried on the axle of a vehicle and thus are generally to be used either in 
pairs or with a dummy platform under the other wheel of the axle. 

0.3 This standard has been prepared under the provisions of the Weights 
and Measures Act to help the inspectors for testing and verification of the 
',vheel weighers. 

0.4 This standard is one of a series of Indian Standards on commercial 
weighing instruments being prepared at the instance of Standing Metric 
Committee {now the Directorate of Weights and Measures), Government 
of India, 

0.5 Tndian Standard general requirements for weighing iriStruments 
(IS: 1432-1959)' is a necessary adjunct to the standard. 

0.6 For the purpose of deciding whether a particular requirement of this 
standard is complied wdth, the final value, observed or calculaicd, express- 
ing the result of a test, shall be rounded ofTin accordance with IS : 2-1960*. 
The number of significant places retained in the rounded ofT value should 
be the same as that of the specified value in this standard. 



1, SCOPE 

!•! This standard covers the requirements for steelyard type and dial type 
wheel weighers of capacities 1, 3, 5, 10 and 15 tonnes. The steelyard type 
wheel weighers may be provided with proportional weights and/or sliding 
weiorhts. 



*Rulcs for rounding off nurrcncal values ( revised ). 
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2. GENERAL REQUIREMENTS 

2.1 The wheel weigher shall comply with the general requirements speci- 
fied in IS : 1432-1959*, In addition, it shall comply with the requirements 
given in 2,2 to 2.3, 

2.2 Steelyard — In the ce\se of steelyard type wheel weigher, the steelyard 
shall not have any readily removable parts except the support for the pro- 
portional weights. One or more stops shall be provided to prevent the 
sliding poise or poises from travelling past the zero mark. 

2.2J The top and bottom of the guide and/or steelyard shall be fitted 
with non-magnetic material. 

2.2.2 When steelyard is provided with notches they shall be suitably pro- 
tected. 

2.2.3 In the wlieel weigher provided with more than one bar, the value 
of the interval between successive graduations on the minor bar shall not 
exceed the greatest error allowed for that capacity as specified in Table 1. 

2.3 Dial Type — In dial type machines, the racks and pinions shall be 
of suitably hard wearing material and shall be fmished smooth. 

2.4 Graduations — The value of the interval between successive gradua- 
tions on dials or minor steelyards and major steelyards of \\eighing 
instruments shall be such that it corresponds to one of the weights in the 
series I, 2 and 5 or its decimal multiples. 

3. PROPORTIONAL WEIGHTS 

3.1 Proportional weights shall be hexagonal in shape with a slot of suitai>le 
size to allow them being placed on the counterbalance. 

3.2 The proportional weights shall be made of cast iron, preferablv of 
Grade 15 of 15:210-19621 or brass of Grade 3 of IS : 292-1961 J. 

3.3 The proportional weights shall have one rectangular loading hole 
which shall be tinder-cut or tapering outwards, so as to hold the lead 
securely for adjustment. The surface of the lead in the loading hole of a 
new proportional weight shall be at least 3 mm inside from the bottom 
surface of the weight. 

3.4 The smallest denomination of the proportional weight shall be equi- 
valent to the weight represented by the maximum graduation on the 
minor bar. 



♦General requirements for weighing instruments 
fSpecificaiion for grey iron castings ( revised). 
^Specification for brass ingots and casting [revisi 
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3,5 The denominations of the proportional weights shall be chosen from the 
series of weights conforming to 1, 2, 5 and their decimal multiples. Fur- 
ther, any number of proportional weights in any one of the aforesaid 
rienominations may be included provided the total equivalent of all the 
proportional weights does not exceed the capacity of the weighing 
instruments. 

XoTE^ — While arriving at the capacity of the wheel weigher, the maximum gradu- 
ation shown on the stccUard in the case of ' loose weight * type wheel weighers and on 
the minor bar in Jhc case of ' no loose weight * type wheel weighers shall not be taken 
into account. 



It, lJti»i& AlTiLf ir^ai xviE. I. nv^uo 



4.1 The range of balancing or adjusting arrangement shall not exceed two 
percent of the capacity of liie machine. Wheel weighers of the steelyard 
lype shall be tested for sensitiveness and error at full load and shall comply 
with tlie requirements specified in col 2 and 3 of Table 1. Wheel weighers 
of the dial type shall be tested for error at full load and shall CDmply with 
the ref[uirements specified in col 4 of Table 1. The wheel weighers may 
be tested for accuracy by any of the methods given in 4.2 to 4.4. 

4.2 Weigh-Bridge Test Method 

4.2,1 The machine shall be correctly adjusted to zero. 

4,2»2 A pair of the machines shall be laid in such a way that one shall 
be on the platform of a w^eigh-bridge and one olf the weigh-bridge 
platform. ( If necessary a dummy may be used in place of the other 
machine. "» 

4.2.3 A pair of wheels shall be driven on to the wheel >\'eighers. The 
load on one of the wheels is then recorded simultaneously by the weigh- 
bridge and the axle weigher. The other three wheels of the' veiiicle are 
clear off the weigh-bridge platform. 

4.2.4 The weighers shall be loaded with increments of heavy, loose 
materials, so as to show indications on the weisrh-bridi^e corresnondinor to 
the numbered graduations on the wheel weigher to the highest practicable 
amount. 

4.2.5 The readings of the wheel weigher shall be compared with the 
weigh-bridge indications allowing plus or minus tolerance as laid down in 

*! ar»]/i 1 anrl fra^ no/^occn vxr C* 1 IrMAfo »-k/^£io cViill \^£x rcjtray^ frw t\^c\ e^vv/^v ifi^^TT 

J.»-*»-'AV* My U.HV* bJLJi.^' i.xx^f^v<i;r<jL«4. y wt <iv^ f t <A«jtt^^i7 toxica A 4 n-fi^ t^-M. v *^JA 4 V/A L^XV« \^X X VJl. y XL C4J.1Y. 

of the weigh-bridge used for testing wheel weigher. 
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TABLE 1 SENSITIVENESS AND ERROR VERIFICATION FOR 
WllEEL WEIGHERS 



{Clauses 2,2,3, 4.1 and 4.2,5 ) 



Capacity Sensitiveness 

WHKN 

FiLLv Loaded 



nnc kg 

1 ] 



3 
5 

10 

15 5 



5 3 

5 



Greatest Eurok 


GuEATEST EllKOR 


Allowei^ in 


Ali 


.OWEP IN 


Excess ou in 


Exc 


ESS OR IK 


Defjciency when 


Defjciency 


Fully Loaded 


WHKxN FXJLLY 


( For Steely a Rt> 


LOA 


DED { For 


Type Machines ) 


Di. 


AL Type 




Machines ) 


(3) 




(4) 


kg 




kg 


2 




4 


4 




8 


6 




!2 


10 




20 


10 




20 



4.3 Calibrated Lever Test Method 

4.3.1 The instrument shall be placed on die calibrating platfonii with 
(he calibratn~ig lever in position adjusted to zero.^ 

4.3.2 Test weit^hts jjhall be added to the calibrating lever in ratio to the 
graduations on the steelyard or dial of the instrument. 

4.3.3 The instrument shall be tested at each numbered graduation upto 
and inchuiing one tonne or such smaller amount as the last graduation on 
the steelyard indicator or dial may show. The instrument shall be tested 
upto its maximum capacity. All loose counterpoises Trntl proportional 
weiglits rejaling to the instrument should be tested. 

4.4 Wheel Weigher Test Method 

4*4.1 Wheel weigher testing machine of a suitable capacity and with an 
interval between successive graduation corresponding to 5 kg or less shall 
be used. 

4.4.2 T\w wheel weigher shall be kept on the platform of the machine 
and the zero of both testing machine and the wheel weigher adjusted. 
The \vheel weigher shall then be loaded with the help of the loading wheel 
and readings of the wheel weigher and testing machine shall be compared 
as specified in 4.2.5. 

5. IDENTIFICATION OF PARTS 

5.1 Detachable parts which may affect the accuracy of the wheel weighers 
shall be indelibly numbered or marked so as to facilitate identification. 
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5.2 All loose proportional weights shall be identified with the niachine by 
a number or any other suitable mark of identification which shall be 
indelible, 

6. SEALING 

6.1 Dial machines shall be fitted with soft metal plug or stud for receiving 
tlie seal of the verification authority and wherever practicable, this plug 
shall be passed through the dial and the frame. The plug or stud fitted 
on the dial shall be so supported as to allow no risk of damage to the 
instrument. 

6.2 On wheel weighers other than those of dial type, a plug or stud shall 
be provided in a conspicuous position on the indicating lever or steelyard. 



INDIAN 

STANDARDS 

INSTITUTION 

Mirifli ihflv«n. 9 Bihadilf Sluh Zmit* Mttg 
NCW OELHt 110002 

T«4aphD;iH^ le fiO 2t. £7 Ol 111 

■W««l*rn ; Mii^^LaUvt. f9 MIDC. MirOi « 32 92 9f 

■aMBAY 4QODS.1 
tC«Hirn : 1/14 C. I. T. ^h^nu VII M 3$ 24 M 

^LCUTf A 700064 ■ 

S«Vth«fn ■ C I T^ CmmtM* 41 24 42 

MAQflA$ W0 11 3 

NorlAitn ■ eC9 Pti4H VI t fl 7? 2B 

IndidsniiF Foril Paint 
$. A. S I4ACAH VB0051 ( Pu^|*b } 



'PuihMi'' 3rd FLaof. l^LrriiMhjin^d Shjihh I4«if|, fl 63 ft 

AHi^ADABAO 380001 
'F' Bhich. l/niir Bldg. Nii<itimtiifiJA blukf* 22 4A ^ 

BANGALORE SeOOOS 

Gdtigetfi Complex rSih Floo-i). Bh«dbhfidi Rotd, IB 27 l« 

T. t. MAf^ii 
OHQFAL 463009 

m K«t^iJii Ap«a s jg 27 

BHUBANESHWAR 7510t4 

S-B-9ltC L ^ Cupl> Mire 32 10 Bl 

t+VOeRAQAD £00001 
ni4 Tudhnlir ^A^t]^. C Sth«mt C 96 ^2 

JAIPUR 3Q^00& 

1 iTMia i Swvadin H*9tf 4 72 »2 

KANPUA 2CIB0O& 

fUHDUlm lnOUJtM«| Etrali S 23 OB 

PATNA B00013 
H»Mm* BtdQ {7iid FfQQrL RAi1ifr*y Simian Road 32 27 

tf^lVANDRUH «i&5001 

>lniiiruii4A of Fnom***! Ondii} Building B 24 35 

Pi;N£ 411Q0y 



*Si!l«l Olfic*! in BambiV j; K ^g fB 2B 

NvvB^iy Chi<iib*fi. GurtT Read 
BOMBAY 4C3O007 

tSlltlOlT»ci m CltcuMi II II 37 flB 00 

i Chowrmtthfl* Approacti, 
P.C Pi»nc«f> Sirpflii 
CAiCUTTA 700072 



MKHOPUCED BY REfROGRAPHY UNIT, [«, N^ 0€l>il 



